Despite advancements in medical imaging, current prosthetic fitting methods remain subjective, operator dependent, and non-repeatable. The standard plaster casting method relies on prosthetist experience and tactile feel of the limb to design the prosthetic socket. Often times, many fitting iterations are required to achieve an acceptable fit. Use of improper socket fittings can lead to painful pathologies including neuromas, inflammation, soft tissue calcification, and pressure sores, often forcing the wearer to into a wheelchair and reducing mobility and quality of life. Computer software along with MRI/CT imaging has already been explored to aid the socket design process. In this paper, we explore the use of ultrasound instead of MRI/CT to accurately obtain the underlying limb geometry to assist the prosthetic socket design process. Using a single element ultrasound system, multiple subjects' proximal limbs were imaged using 1, 2.25, and 5 MHz single element transducers. Each ultrasound transducer was calibrated to ensure acoustic exposure within the limits defined by the FDA. To validate image quality, each patient was also imaged in an MRI. Fiducial markers visible in both MRI and ultrasound were used to compare the same limb cross-sectional image for each patient. After applying a migration algorithm, B-mode ultrasound cross-sections showed sufficiently high image resolution to characterize the skin and bone boundaries along with the underlying tissue structures.
INTRODUCTION
Current prosthetic socket design and fabrication methods remain largely artisanal. The proper prosthetic fit replies on proper mechanical coupling between the residual limb and the prosthetic socket. Ideal design and coupling at the limb to socket interface encourages muscle usage, relieves pressure at sensitive areas, and distributes stresses to more load tolerant regions. For lower limb amputees, the prosthetic interface transfers static and dynamic loads from the socket through the soft tissue to the bone during gait. To design the proper socket fitting, biomechanical understanding of the underlying soft tissue structure, tissue stiffness, and bone geometry is essential.
1 However, the current socket fitting procedure relies on plaster casting of the residual limb with palpation of the limb surface by the prosthetist to estimate the regional tissue stiffness. The process is mostly subjective and operator dependent; multiple fittings are often required to achieve the desired fit. Though effective in some instances, this fitting method is time consuming, expensive, and qualitative. Quantitative measurements of the residual limb using modern imaging methods such as computed tomography (CT), magnetic resonance imaging (MRI), and ultrasound can improve the prosthetic fitting procedure by informing the designer on the internal limb geometry and the underlying tissue structure. Computer-aided design/manufacturing (CAD/CAM) has already been explored as an addition to the prosthetic design process.
2 Incorporation of medical imaging techniques into the CAD/CAM process has the potential to improve the design accuracy and functionality. Of the three imaging methods, ultrasound has the distinct advantage of being low-cost, portable, and non-ionizing, though typically lower in image resolution. However, recent developments in ultrasound tomography in soft tissue have shown high-resolution images comparable to those of MRI.
3 Motivated by results in soft tissue, we designed and built a single element tomographic system to leverage the ultrasound tomography (UST) technique for limb imaging. 4 To apply UST imaging for limbs, new algorithms and hardware accommodating complex scattering and attenuation of ultrasound in bone need to be explored. The developed single element system enables the necessary flexibility to test varying algorithms, sampling strategies, and transducers. In this paper, we explore the feasibility of using B-mode ultrasound to capture the necessary limb geometry for improving prosthetic fittings. Patient limbs were scanned in both MRI and ultrasound to compare the imaged limb geometries.
METHODS

Scanning System
A single element UST system was designed and built previously for UST algorithm development for limb scanning. Two submerged single element transducers move independently, radially and vertically, in a water tank around the scan target. Full cylindrical backscatter and tomographic scanning is possible on the system. The system has been calibrated and is within specifications for single element ultrasound imaging up to 5 MHz. 4 For B-mode imaging and comparison to MRI, one transducer was removed and a single transducer was used for imaging. The mechanical positioning and data acquisition systems are is shown in Fig. 1 . 
Transducers and FDA Calibration
To cover a sufficiently large region of interest (ROI) at the tank center, custom cylindrically focused transducers were selected. Eventual implementation of UST techniques will require through bone ultrasound transmission, necessitating the need for lower frequency transducers. 5 To test the effects of reducing transducer frequencies on human subjects, all were imaged with 1, 2.25, and 5 MHz center frequency transducers for comparison. In compliance with the Massachusetts Institute of Technology institute review board, all transducers were calibrated following the FDA and NEMA acoustic output standards prior to human scanning. 67 The derated spatial peakpulse temporal-average intensities, I spta3 , and the derated spatial peak-pulse spatial-average intensities, I sppa3 for each transducer were confirmed to be within the outlined FDA exposure limits, shown in Table 1 . 
MRI Imaging and Alignment
For comparison of image quality, subjects limbs were scanned on a MRI scanner at the McGovern Institute. Transverse slices of each subject's lower forearms were taken. For visualization of the bone and muscle boundaries, two-echo ultra-short echo-time (UTE) sequences were used. 8 For the available MRI system, 1 mm isotropic voxel resolution was achieved. DICOM data post-processed to select proper slices for comparison. Fiducials (Beekley Medical) visible in both MRI and ultrasound were placed on each subject for slice alignment.
Image Reconstruction
Image distortion due to the wide transducer beamwidth was corrected using a migration algorithm. 4 In cylindrical scanning, each received echo is actually a summation of all echoing objects at the same radii from the transducer. This creates a sinusoidal diffraction pattern for each point source within the ROI. However, because the expected diffraction pattern for any point source within the ROI can be calculated theoretically, the diffraction pattern from every point source can be collapsed and migrated back to their original form and position. 
RESULTS
Five MRI and B-mode scans were completed on three subjects. All subjects consented and were imaged following MIT's institute review board approval guidelines. MRI imaging of each subject's lower forearm was completed prior to B-mode imaging. Data from one subject's forearm has been omitted due to large motion artifacts during the MRI scan. Transverse image slices of each subject's forearms are presented in Section 3.1 and 3.2. 
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DISCUSSION
For each subject, at all frequencies (1, 2.25, 5 MHz), the skin/water and and muscle/bone boundaries can be seen. The fat/muscle boundaries can be seen at the higher frequencies, particularly in Fig. 2c, 3c , and 6c. For lower frequencies, the clarity of the fat/muscle boundaries degrades, as well as the fidelity of the exact bone boundary. This is degradation outlines the trade-off between reducing frequencies for through bone transmission and the corresponding reduction in image resolution. Based on clinical needs for prosthetic fitting and manufacturing, it may be necessary to differentiate frequencies for back-scatter imaging versus transmission imaging.
Comparing transverse B-mode to MRI cross sections, the dominate features; bone, skin, and fat boundaries; are present in both modalities. MRI images in Fig, 7 show better segmentation between the muscle bundles, additional features within the fat layers, and the marrow boundaries within the bone. For prosthetic fitting, marrow boundaries within the radius/ulna and features within the muscle/fat are less critical compared to the bone and skin boundaries. Load bearing in the residual limb during gait is combined loading of all tissues layers; effective coupling design of the socket/limb interface should distribute stresses within the limb, requiring knowledge of the stiffness distribution within the limb.
1 Characterization of high stiffness regions with ultrasound will require implementation of UST and sound speed mapping.
1112 B-mode imaging should provide accurate representation of bone and skin boundaries while transmission imaging should provide spatial stiffness. B-mode images presented in Section 3.1 have the highest contrast at the bone and skin boundaries; segmentation of these boundaries and incorporation of the spatial stiffness into CAD/CAM software will feed into future quantitative prosthetic socket designs.
CONCLUSION AND FUTURE WORK
In this study, we have demonstrated the feasibility of using a low-cost single element ultrasound system to capture limb geometries at a sufficient resolution to guide prosthetic socket design. We have expanded upon the data set collected previously on the system and demonstrated that the capability of collecting in-vivo data. 4 Leveraging the flexibility of the designed system, multiple frequency transducers have been tested on three separate subjects with a total of five image targets. Comparisons of B-mode versus MRI scans of each target are presented and show congruence between the two imaging modalities for the each limb. B-mode images show sufficient resolution to segment the bone and skin boundaries.
Clinical use of medical imaging for improving prosthetic fittings will require robust segmentation of bone, fat and muscle boundaries as well as quantitative analysis of tissue properties within the residual limb. In addition, implementation of CAD/CAM software for streamlined manufacturing of custom prosthetics will require generation of solid models for each imaged limb.
2 Qualitative comparison of MRI and B-mode images presented in this paper show promise that B-mode ultrasound can extract the necessary limb geometries. However, tissue stiffness as a function of the spatial limb geometry is also necessary for effective prosthetic socket design.
13 Implementation of UST techniques used in soft tissue could provide a solution. Through transmission of ultrasound in in-vivo targets with bone presents an interesting set of new challenges; characterization of complex wave propagation through bone will necessitate innovations in both hardware and algorithms. 5 The presented flexible single element system will support future development and validation of new algorithms.
4
Future work on the system will include: B-mode/UST imaging of additional phantom and in-vivo targets, volumetric reconstruction of scanned geometries, robust segmentation of layers and volumes, and integration of ultrasound imaging into the prosthetic design work-flow. Results and insights gained from the projected work will inform and guide future clinical system designs.
